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Abstract—This contribution investigates the feasibility of the
passive UHF RF identification technology for the wireless monitor-
ing of human body movements in some common sleep disorders by
means of passive tags equipped with inertial switches. Electromag-
netic and mechanical models as well as preliminary experimenta-
tions are introduced to analyze all the significant issues concerning
the required power, the tag antenna design, the read distance, and
the expected biosignals collected by the interrogation device.
Index Terms—Accelerometer, RF identification (RFID), sensor
network, sleep disorder, tag antenna.
I. INTRODUCTION
THE RESTLESS legs syndrome (RLS) and the periodiclimb movements (PLMs) are common disorders affecting
the sleep [1]. RLS is clinically characterized by a compelling
urge to move the limbs, accompanied by uncomfortable and
unpleasant sensations in the extremities, especially during pe-
riods of rest or inactivity such as lying or sitting. Symptoms
of RLS show a characteristic circadian evolution with a noctur-
nal worsening leading to insomnia, and consequently, daytime
sleepiness and reduced quality of life.
During the sleep, RLS is often associated with repetitive uni-
lateral or bilateral limbs movements referred to as PLM, defined
in terms of duration, number, and interval between movements.
The movement is highly stereotyped and in its complete form re-
sembles the so-called triple response: extension of the great toe
followed by a partial flexion of the ankle, knee, and sometimes
hip.
RLS is generally diagnosed by medical history while PLMs
must be diagnosed by polysomnography (PSG) or movement
recording [2]. The analysis requires the establishment of the
number of leg movements that meet PLM criteria occurring
during sleep and during wakefulness, the number of events
leading to arousal, the duration of the intervals between suc-
cessive movements, the duration of the movements themselves,
and their occurrence.
At present [3], the most versatile diagnosis tool is the acti-
graph that embeds miniaturized accelerometers, a local memory,
and a processing unit within a bracelet- or watch-like packaging.
This device is usually placed on the ankle or foot and monitors
local acceleration. In spite of the fact that it only provides mo-
tion information and cannot tell which muscle is generating the
movement, the recorded data are useful for clinical purpose,
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with the great advantage to conduct the analysis in the patients’
home environment.
This paper discusses the feasibility of a completely new ap-
proach to monitor sleep disease, also suited to different motion
analysis. The method is based on the emerging RF identification
(RFID) technology and passive motion-detecting sensors. The
purpose is to obtain very low-cost wireless devices, eventually
single usage, able to be attached onto the body segments to be
controlled, and to produce high-level aggregated data just ready
for the clinical analysis.
An RFID system comprises two components: the remote
transponder or tag, including an antenna and a microchip trans-
mitter, located on the object to be identified, and the local query-
ing system or reader, which can read and elaborate the data
transmitted from the tag. Various kinds of data and first of all
a unique identification (ID) code can be wireless-transferred to
the reader by means of RF electromagnetic signals. RFID of
objects and remote control of devices is becoming very popular
in logistics, inventory management, and bioengineering appli-
cations [4]. A new frontier in this area is the wireless monitoring
of people within mobile healthcare services [5], [6]. Due to the
advances in low-power electronics, it is now feasible to envisage
sophisticated RFID-like devices integrating sensing and signal
processing [7] able to provide real-time biomonitoring (temper-
ature, blood pressure, heartbeat, glucose content, human behav-
ior) and tracking of a person’s movement within hospitals or
domestic environments.
The tags could be passive, harvesting energy from the inter-
rogating system, semiactive when a battery is included only to
feed the sensors, or fully active where a local source directly
feeds a microcontroller as well as the transmitting radio. Fo-
cusing on passive systems, which may have a near unlimited
life and very low cost, the most attractive standard is the UHF
(860–960 MHz), which, in principle, promises a significative
activation range. However, the design of passive UHF RFID
antennas for on-body applications is still an open issue since
the presence of the human body greatly degrades the radiation
and reading performances. In addition, the design of UHF RFID
antennas involves conjugate impedance matching to microchip
transponders having high capacitive input reactance. In a recent
paper [8], the design of UHF RFID planar antennas placed onto
the human body has been considered and a tag antenna con-
figuration of simple geometry, suited to host sensors, has been
introduced.
The application of the RFID technology to the monitoring
of limb movements (see a possible setup in Fig. 1) during the
sleep is a rather new topic. It requires the integration of pas-
sive inertial switches over the tag antenna, as in the enhanced
passive UHF RFID proposed in [9] and [10], and also presents
1089-7771/$26.00 © 2009 IEEE
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Fig. 1. Possible setup for the wireless monitoring of limbs’ motion by RFID
technology equipped with passive motion-detecting sensors.
the great challenge to design passive UHF tags suited to the
human body. The paper considers the power sensitivity of the
microchip transponder, the tag antenna design, the sensitivity
and the time response of the inertial switch, the emitted electro-
magnetic power from the reader and the interrogation rate with
respect to the read distance, and the retrievable information
about motion.
This study is carried on by means of numerical simulations
based on both electromagnetic and mechanical tools and pre-
liminary experimental validations.
The paper is organized as follows. Section II analyzes in de-
tail the issues related to the key parameters of the restless sleep
monitoring, the powers, the timing, and the achievable read
distance. The design of body-matched tag and its preliminary
experimental characterization are presented in Section III while
Section IV includes the discussion on the estimated biophysi-
cal signals. Finally, the concluding remarks and some possible
variations of the platform are given in Section V.
II. SYSTEM ANALYSIS
The proposed monitoring method requires one or more UHF
RFID tags equipped with inertial switches to be attached onto
the patient’s limbs or onto other body regions. As proposed in [9]
and [10], the switches react to the verse of the applied acceler-
ation by changing their internal impedance from low (ideally,
short circuit) to high (ideally, open circuit) impedance. A wire-
less one-axis sensor may then be achieved by means of a tag
embedding two reverse-oriented inertial accelerometers (for in-
stance, see the scheme in Fig. 4), which turn between two RFID
microchip transponders so that only one of the two possible IDs
is emitted. Such an ID may be related to the acceleration’s verse
according to an ID modulation paradigm, as described more in
details in Section IV.
The tags are interrogated, according to a proper repetition rate,
by an RFID reader placed somewhere in the patient’s rooms,
for instance, on the sidewalls or, better, on the ceiling. The
feasibility of this configuration is strictly correlated to the correct
interrogation of the tags from a given distance in accordance
with the safety exposure regulations.
In this perspective, it is important to define: 1) the key param-
eters of the restless sleep monitoring; 2) the minimum features
required for the body–antenna design; 3) the number and the
position of the tags; 4) the sensibility of the inertial switches;
and 5) the energetic and safety constraints. These issues are now
analyzed in detail in the following paragraphs.
Fig. 2. Typical actigraphic trace for PLM reporting the amplitude of the ac-
celeration during 1 h time interval and sampled at fC = 1 Hz. Courtesy Neuro-
science Laboratory, University General Hospital of Roma “Tor Vergata.”
A. Restless Sleep Key Parameters
PLMs are well defined in terms of duration, number, and in-
terval between movements. According to the operational defini-
tion of PLMs given by the World Association of Sleep Medicine
(WASM) [11], the duration of a typical PLM event is about
0.5–5 s and the time elapsed between two consecutive events
to be considered as PLM must be at least 5 s and no more than
90 s. Movements must occur in a sequence of required length,
and the number of consecutive candidate events matching the
period criteria must be four in number or more. As suggested
in [11], the most relevant parameters to monitor are the time
duration of each PLM and their repetition rate all along the
night. Fig. 2 shows an example of actigraphic data during an
episode of sleep disorder. It has been experimentally found that
the quiet-state (normal sleep) acceleration is about 5 mG (with
G= 9.81 m/s2), while during a PLM, the acceleration may reach
an average value of 0.2 G. The WASM standards indicate that
the dynamics required for the acceleration sensors are [0.01–
8 G]. The same recommendation suggests a sampling rate of the
motion capturing of fc ≥ 10 Hz, and typically, the conventional
actigraphs consider two data sampling rates at 1 and 16 Hz,
respectively.
B. Tag Sensitivity and Useful Read Region
Since the proposed sensing platform is based on the RFID
technology, some basic definitions are now quickly recalled.
At the beginning of the reader-to-tag communication proto-
col [12], the reader first activates the tag, placed over a tar-
get object, by sending a continuous wave, which, by charging
an internal capacitor, provides the required energy to perform
actions. During this listeningmode, the microchip exhibits an
input impedance Zchip = Rchip + jXchip , with Xchip being ca-
pacitive. The antenna impedance ZA = RA + jXA has to be
matched to Zchip (ZA = Z∗chip ) for maximum power transfer.
The fraction PR→T of the reader input power that is absorbed
by the tag is
PR→T =
(
λ0
4πr
)2
GR (θ, φ)GT (θ, φ)τPinχ (1)
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where λ0 is the free-space wavelength, r is the reader–tag dis-
tance, GR is the gain of the reader antenna, GT is the gain
of the tag’s antenna placed on the target, Pin is the RF power
provided to the reader antenna, and τ is the power transmission
coefficient of the tag, which is defined as
τ =
4RchipRA
|Zchip + ZA |2
(2)
and χ is the polarization efficiency between the reader and the
tag, generally close to 1/2 provided that reader adopts a cir-
cularly polarized antenna, as it is usual. The tag is activated
when the absorbed power exceeds the tag’s microchip sensitiv-
ity threshold pT : PR→T > pT . From (1), the activation region
of the reader, e.g., the places ΩR where a tag collects enough
energy to be activated, is
ΩR =
{
r :
PR→T
pT
> 1
}
(3)
and the maximum activation distance rR for the tag is computed
from (1) by enforcing PR→T = pT
rR = max
θ,φ
{
λ0
4π
√
GR (θ, φ)GˆT (θ, φ)
Pin
pT
χ
}
. (4)
The function GˆT = GT τ is the realized gain of the tag’s
antenna, when it is placed onto the body, and it is one of the
most important performance parameter of the tag.
During the next steps of the communication, the tag receives
the command coming from the reader and finally sends back
the data through a backscattered modulation of the continuous
wave coming from the reader itself. In this case, the tag’s IC acts
as a programmable switching device between a low impedance
and a high impedance, thus modifying the reflectivity of the tag
responding, and hence the strength of the reflected power.
Going back to the considered application, the limb-worn tags
have to be read within a typical hospital or a domestic room
under the constrain that the emitted field is compliant with the
specific exposure limits. It is hence useful to introduce the con-
cept of forbidden region, corresponding to a particular reader
emission, as the place where the rms electric field (averaged
over a prescribed time interval Tav ) is higher than the maxi-
mum rms value E0 allowed by the local safety regulations. In
general, the reader can interrogate the environment according
to a given repetition period T0 . Denoted with Tcom the time
duration of a typical reader–tag communication, the duty cycle
is d = Tcom/T0 . The forbidden region is therefore
ΩF =
{
r :
〈E(r)〉Tav
E0
> 1
}
(5)
where 〈E(r)rms〉Tav =
√
dE(r)rms is the rms time-averaged
reader’s field.
The boundary rF (θ, φ) of ΩF can be predicted with good
accuracy by just assuming free-space propagation, e.g.,
rF (θ, φ) =
√
30PinGR (θ, φ)d/E0 (6)
with E0 in given rms unit, for instance, E0 = 1.375
√
f =
41.3 V/m according to the European Recommendation [13].
Even more restrictive constraints may be found in some coun-
tries, as in the case of Italy where E0 = 6 V/m.
The electric parameters are, therefore, fixed so that the useful
region for the patient is the hollow volume ΩU = ΩR − ΩF .
Restrictive exposure limits impose the use of a reduced emitted
power (small forbidden region) and rather sensitive microchips
(large read region), for instance, by designing tags with realized
gain GˆT = 0 dB and sensitivity pT = 30µW (−15 dBm) and by
using a reader emitting 3.2 W EIRP (emission limit in Europe)
in continuous mode (d = 1); hence, rR = 6 m and rF = 0.2 m
(E0 = 41.3 V/m). The useful region will, therefore, have maxi-
mum extension rR − rF = 5.8 m (4.5 m for the more restrictive
limit E0 = 6 V/m), which is reasonable to include a sleeping
room. A worse performing tag’s antenna, as expected for body
tags, needs to be compensated by a more sensitive chip.
C. Timing
By considering that the limb’s motion is required to be sam-
pled at rate fc , the number of RFID microchips that may be
interrogated are given by
NC =
d
fcTcom
. (7)
Under the assumptions that fc = 10 MHz, a typical duration
of a reader–tag interrogation Tcom = 30 ms, and finally, a duty
cycle d = 1, NC = 3.3. Since only one of the two microchips
placed in the tag will be responding (depending on the acceler-
ation verse), the system timing will, therefore, permit to acquire
the information of three tags that could be placed either onto a
same limb to collect the three-axis motion pattern, or onto differ-
ent body segments such as the other limb and the thorax. Some
realistic simulated examples will later on demonstrate that even
a single-axis monitoring will still provide useful overall data for
medical considerations.
An inertial switch changes its impedance state in reply to
a motion stimulus after a delay time tswitch , which has to be
smaller than the interrogation period 1/fc = 0.1 s. Typical com-
mercial devices [14] show values tswitch  0.01 s, which are
hence compatible with the considered application.
III. BODY TAG DESIGN
The antenna of RFID tag is the real critical issue of the pro-
posed platform. Designing UHF tag antennas for on-body appli-
cation is generally a hard goal since the presence of the human
body causes a strong pattern distortion and efficiency degrada-
tion due to dissipation and scattering. As in [8], among the many
available options for the RFID tag design [15], the planar slot
family is considered here since it can easily host additional elec-
tronics at both sides of the antenna, and hence, it is also suited
to include contacting sensors. The basic geometry consists of an
H-shaped slot cut over a square suspended patch attached onto
the human body through an insulating material. The patch size
mainly governs the gain, and hence the maximum read distance,
while the aspect ratio of the slot affects the impedance tuning.
In [8], many examples about the possibility to match both low-
impedance and high-impedance microchips are reported. The
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Fig. 3. Layout of the proposed tag family. The H-slot acts as tuning impedance.
The sensors may be allocated over the top conductor.
critical issue with this antenna is the low gain as found in many
on-body tag examples (estimated maximum values of−10 dB÷
−7 dB in the best geometries). In the specific context, however,
the motion sensors, e.g., the inertial switches, do not need to be
placed in electric contact with the body, and hence, the afore-
mentioned structure can be modified with the purpose to better
isolate the radiating part of the antenna from the body, reducing
radiation losses into the body districts where the tag is placed,
and thus improving the gain. The enhanced wearable antenna is
depicted in Fig. 3. The rectangular plate has been folded around
a dielectric slab of height hS and the longest face is placed
over the body through an optional dielectric insulator slab of
thickness hI . This geometry can be viewed as a series-fed “L”
patch [unlike the shunt-fed conventional planar inverted-F an-
tenna (PIFA)], e.g., as a two-plate transmission line, terminated
at the left end by a nonideal short circuit, by a nonideal open
circuit at the right end, and partly loaded with a coupled dis-
continuity (the upper slot). In order to better isolate the antenna
from the body, the lower plate is slightly wider than the upper
one (Wg > W and Lg > L), thus reducing the dissipation in
body tissues.
The radiation can be related to the left folding and mostly to
the slot and the right truncation. The polarization is linear and
parallel to the antenna’s main direction (x-axis in the figure).
Assuming that the thickness hS of the inner dielectric is small
compared with the wavelength, the radiation from the folding
may be considered negligible and the gain and matching fea-
tures of the antenna may be related only to the slot and the
transmission line truncation.
As for conventional patches, the increase in the horizontal size
W produces a gain enhancement. Depending on the position of
the tag over the body and hence on the available space, it is
possible to increase the dimension in order to achieve better
radiation performances. The length L of the patch is chosen
approximately equal to λ/4, where λ is the effective wavelength
in the dielectric substrate.
A possible packaging of the wearable tag with the inertial
switches is sketched in Fig. 4, where the arrows indicate the
activation verse of the switch.
A. Tag Prototype
An early prototype has been designed by using a finite-
difference time-domain (FDTD) computer tool [16] that also
accounts for the presence of the human body by means of a strat-
Fig. 4. Example of integration between the wearable antenna (front view), the
inertial switches (white boxes), and two microchips (black boxes). The arrows
indicate the preferred direction of the switches.
TABLE I
PHYSICAL AND GEOMETRICAL PARAMETERS OF THE SIMPLIFIED LIMB MODEL
AT 870 MHZ
Fig. 5. (a) Fabricated prototype of body-worn tag matched to Zin = 15 −
j135 Ω microchip. Size in millimeters. L = 49, Lg = 60, W = Wg = 60,
a = 8, b = 10, p = L/2, d = 10, g = 3, hS = 4, and hI = 2. (b) Simulated
and measured power transmission coefficient.
ified box model of height 40 cm (parameters in Table I), whose
sizes resemble a limb. The polytetrafluoroethylene (PTFE, pop-
ularly known as Teflon: εS ≡ ε1 = 2.08, tan δ = 4× 10−4) has
been used as both an inner and an external dielectric, while the
conductors are made up of adhesive copper sheets. The proto-
type is shown in Fig. 5(a) and is matched to a microchip with
input impedance Zchip = 15− j135 Ω. A measurement of tag
impedance verified a better than 70% power transmission co-
efficient at 869 MHz and good agreement with simulated data
[Fig. 5(b)].
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Fig. 6. (Left) Measurement setup comprising the long-range reader, the table,
and the patients. (Right) Typical sleep positions (a)–(f). (a)–(e) Antenna is
placed in front of the left leg and (f) on the thorax.
B. Performances Over Body in Real Configurations
Since the tag antenna has to guarantee the correct reader–tag
communication during the whole sleep, when the body pose may
change many times, it is important to analyze the prototype’s
performances in real configurations. Among typical sleep posi-
tions [17], the most threatening ones are those with joined legs
since the tag could be subjected to higher losses and pattern dis-
tortion. The worst condition arises when the tag is sandwiched
by the two arms and it may reasonably occur only if the tag is
placed in the inner part of the leg. Therefore, it is opportune to
place the tag onto the front or external surface.
The effective communication properties of the proposed sys-
tem have been evaluated by using the setup in Fig. 6, comprising
a long-range, remotely controlled reader CAEN A948, and a
circular polarized patch antenna with 8 dB maximum gain. The
measurement setup reproduces a typical medical scenario: a bed
and a properly spaced RFID reader, e.g., placed on the ceiling.
To better understand the antenna performance independently on
the particular embedded sensor, the tag has been experimented
without inertial switches, whose full characterization and inte-
gration requires further research. In successive measurements,
the tag is placed on the middle of the left leg (in frontal posi-
tion) and on the center of the thorax of a volunteer, and has been
interrogated under typical sleep positions [17]. For each body
pose, the reader records the minimum effective isotropically ra-
diated power (EIRP = PinGR ) required to activate the tag and
collect a stable response. This is a useful indicator to discuss
the feasibility of this system and to get an idea about the power
margin to increase the read distance in larger environments.
Table II summarizes the activation EIRP and the estimated
effective electric field 〈E(r)rms〉Tav from (6) corresponding to
the patient. The tag is efficiently readable in each case, even in
the back position (B) and in presence of the second leg (C and
D). The required activation powers and the relating fields are
perfectly in accordance with the European Recommendations
clarified in Section II, and even with the more penalizing Italian
TABLE II
EIRP OF THE READER AND EFFECTIVE ELECTRIC FIELD CORRESPONDING TO
THE PATIENT
one. The minimum required EIRP corresponds to the tag placed
on the torso, while the maximum power, as expected, is referred
to the tagged leg partially covered by the other one. This pose is,
however, not so common during the PLM episode since move-
ments can be monolateral or bilateral, and the patient generally
moves the legs separately. In a typical medical scenario, a 3.2 W
EIRP would be more than enough to monitor the patient during
all along the sleep, regardless his positions and his movements.
It is important to report that simulations and tests have demon-
strated that the antenna performances are adequate to the posi-
tion of the tag on different body segments, due to the conductor
folding, which decouples the radiating part of the antenna from
the tagged body. Such a tag is, therefore, a good candidate for
the monitoring of other body motion patterns.
IV. ESTIMATED BIOPHYSICAL SIGNALS BY USING A
RADIOMECHANICAL MODEL
Assuming now that the reader–tags links may be reliable
during all along the sleep, a radiomechanical model is intro-
duced here to simulate the biophysical signals collected by the
reader during the legs motion and to discuss the effect of other
system parameters such as the inertial switch’s threshold and
the interrogation rate. The model includes a simplified human
phantom having individually controllable 18 moving parts. By
a preliminary analysis of maximum articular flexion and exten-
sion of the legs’ segments, some typical motion patterns in PLM
episodes have been reconstructed by enforcing the trajectory of
hip, knee, and foot. The movement has been computed by a
multibody cinematic simulation solver [18].
The numerical computation produces the vectorial accelera-
tion at any part of the body. A four-event PLM episode (Fig. 7),
occurring within an interval of 50 s, has been simulated. Since
the considered events are flexions and extensions of ankle and
knee around the transversal axis (z-axis), the motions take place
only on x–y plane, and hence, only two tags are supposed to be
used. Fig. 8(a) gives the predicted acceleration of the leg at tags
positions.
The one-axis accelerometer is simply modeled as an ideal
switch changing between a short circuit and a high-impedance
ZOC (ideally, an open circuit), depending on the applied ac-
celeration. The instantaneous transfer function of the switch
included in the model is
Z∓S (aξ ) = ZH U(aS ± aξ ) (8)
where ξ indicates a component of the applied acceleration, Z∓S
is the impedance of the switch oriented toward ξ− or ξ+ , U(·)
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Fig. 7. Motion patterns for four PLM episodes. To speed up the cinematic
computations, only the lower part of the phantom has been considered.
Fig. 8. (a) Leg’s acceleration and ID-modulated received data for sampling
rate fC = 10 Hz and three different acceleration thresholds. (b) as = 0.5 G.
(c) as = 0.1 G. (d) as = 0.01 G.
is the Heaviside function, and aS is the threshold acceleration.
This model does not account for the switch’s inertial delay since
typical values of commercial device, as discussed in Section III-
B, are much smaller than the duration of PLM episodes. The
presence of the tag is accounted such that when the leg is moving
toward the positive ξ+ (aξ > aS ), the switch 2 will be “closed”
connecting the microchip 2 to the antenna port, while the switch
1 will be open, and hence, the reader will collect the only ID2
code. The converse holds in case of aξ < −aS .
The ID-modulated data received by the reader are shown in
Figs. 8 and 9 for different choices of the acceleration threshold
aS and the interrogation frequency fC . The particular choice of
the parameter aS affects the detection of low movements.
Interrogation at frequency fC = 1 Hz cannot correctly repro-
duce PLM movements (Fig. 9), while having chosen fC = 5 Hz,
it is instead possible to collect useful data about the number of
PLM, their duration, and the time elapsed between two con-
Fig. 9. (a) Leg’s acceleration and ID-modulated received data for switch’s
acceleration threshold as = 0.1 G and some interrogation frequency. (b) fC =
1 Hz. (c) fC = 5 Hz. (d) fC = 10 Hz.
TABLE III
ESTIMATED PLM DURATION FOR DIFFERENT SWITCH THRESHOLD AND
INTERROGATION RATE
secutive events. At this frequency, it is also possible, from (7),
to interrogate up to NC = 6 tags, and hence to earn three-axis
information in two distinct body regions.
To better discuss these results, a temporal index for the PLM,
e.g., the time duration of each PLM, has been computed as the
time interval between the first and the last ID transition of each
PLM. With reference to Table III, it can be observed that:
1) each tag is able to correctly capture the dynamics in term
of number of predicted PLM frequency and approximate
duration;
2) a simple one-axis tag seems to be enough to capture the
relevant features of the physical phenomenon;
3) an acceleration threshold aS = 0.1 G is enough to give an
approximate estimation of the event duration.
Some commercial devices [14] show values aS = 0.1 G,
which are hence compatible with the considered application.
Alternatively, in order to detect just the motion of the legs
without information about its pattern, it is possible to consider
a single tag equipped with an omnidirectional accelerometer
instead of three tags with a couple of reverse-oriented unidirec-
tional switches. In this case, the sensor activates the tag response
for any movement, and the two events collected by the reader
will be null ID (motionless leg) and tag’s ID (leg in motion) or
vice versa. This is a simplified and a much less costly version
of the proposed system useful for the diagnosis of all the neu-
romuscular diseases that require the detection of the movement
more than its evolution.
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V. DISCUSSIONS AND CONCLUSION
This study theoretically demonstrates that the RFID moni-
toring of human motion, and in particular of the legs in sleep
diseases, seems to be feasible within the actual technology and
regulation constraints. A new tag geometry has been presented
and tested in real configurations. The proposed antenna permits
to host the motion sensors and seems to be a good candidate for
monitoring people in conventional indoor area.
Using only passive components, it possible to obtain very low-
cost wireless devices, eventually single usage. The tag could
be printed on flexible substrates and attached onto the body
segments by standard band-aids.
Moreover, the proposed monitoring strategy has various de-
grees of freedom, which may be used to collect further informa-
tion about the patient’s state during the night, such as position
and complex movements, by using additional tags equipped with
inertial sensors placed on his torso or shoulder. This is a supple-
mentary feature of the proposed system that can help clinicians
making differential diagnosis of the disease.
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